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Abstract— A novel approach to tomographic data
processing has been developed and evaluated using the
Jagiellonian positron emission tomography scanner as an
example. We propose a system in which there is no need for
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powerful, local to the scanner processing facility, capable
to reconstruct images on the fly. Instead, we introduce
a field programmable gate array system-on-chip platform
connected directly to data streams coming from the scan-
ner, which can perform event building, filtering, coinci-
dence search, and region-of-response reconstruction by
the programmable logic and visualization by the integrated
processors. The platform significantly reduces data volume
converting raw data to a list-mode representation, while
generating visualization on the fly.
Index Terms— Nuclear imaging, system design,
computer-aided detection and diagnosis, parallel
computing.
I. INTRODUCTION
TOMOGRAPHIC image reconstruction algorithms wereintroduced in 1960’s [1]. Many sophisticated methods
have been developed since, focusing mainly on delivering high
quality images, as fast as possible. Those methods involve
heavy computational iterative procedures like Maximum
Likelihood-Expectation Maximization (MLEM) [2] and accel-
erated variations e.g. Ordered Subsets MLEM (OSEM) [3].
Data processing systems have been developed accordingly,
providing more and more computing power in order to meet
the growing data volumes and algorithms complexity [4].
Modern trends in nuclear medical imaging introduce whole-
body scanners with three-dimensional (3D) acquisition mode,
where the Field-Of-View (FOV) is extended from typical
20 cm to almost 200 cm [5], [6]. Such extension must result
in a proportional increase of the generated data volume and
therefore required processing power.
In this paper, we present a solution for this chal-
lenge. Instead of expanding the processing system of the
scanner, the goal is to replace it with a compact and inte-
grated, FPGA based module. High-end System-On-Chip (SoC)
devices, which are FPGA, CPU and GPU enclosed in a single
chip [7] provide enough computational power in order to
produce preliminary image in real-time. Programmable logic is
perfectly suitable for the implementation of Event-By-Event,
incremental reconstruction algorithms. Preprocessed data, in a
form of points cloud or list-mode data can be delivered to the
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services located in the cloud for a full-featured, high-quality
reconstruction, still within reasonable amount of time. In this
way we save space, weight and costs required by complex
computing platforms.
A. Background
Reconstruction algorithms for the whole-body and 3D PET
imaging impose tremendous requirement on memory in order
to store the system matrix and voxelated volume [8]. Therefore
there is a demand for exploring alternative 3D image represen-
tations such as point clouds and tetrahedral mesh [9], which
are more suitable for three-dimensional structures.
Many successful projects [4], [10] employ CPUs and GPUs
for algorithms that require a particular portion of the data to
be recorded and then start the reconstructing procedure. Such
systems do not operate in the real-time regime, even though an
impression of “live” visualization of the measurement can be
achieved. The data from the scanner has to be stored in mem-
ory and then requested by the operating system. This deviates
from the real-time processing path as the time between data
reception and analysis becomes non-deterministic.
During last few years, the FPGA technology has consid-
erably advanced offering devices with very high amount of
resources (quadrupled since 2012) [7] and firmware develop-
ment methodologies accelerating algorithms implementation.
Device families, optimized for particular applications can be
used at various stages of the readout system. Xilinx Virtex
Ultrascale+ family provides unparalleled performance when it
comes to process multiple (up to 128) data streams. Whereas
Xilinx Zynq MPSoC (MultiProcessor System-on-Chip) family
is a hybrid housing FPGA resources, a quad-core ARM A53,
dual-core ARM R5 and a Mali-400 GPU inside a single chip.
Those devices are perfect for the implementation of high
level algorithms and visualization. It is worth to mention that
ARM processors are more often considered when it comes
to High-Performance Computing (HPC) [11] as they provide
reasonable computing power at ultra-low power consumption.
Therefore it is justified to anticipate in the near future devices
capable to preprocess data in programmable logic and perform
full image reconstruction by the integrated processors.
Scanner modules can be composed of light-weight, plas-
tic scintillators with silicon photomultipliers. Combined with
ultra-low-power and integrated instant image reconstruction
can yield a new class of scanning devices that are mod-
ular and portable. Such systems can find application in
Image-Guided Surgery (IGS) as devices supporting clinical
procedures [12] and could enhance dosimetry in treatment
with proton beam providing feedback to control the beam
properties [13]. Both applications require maximum respon-
siveness of the visualization mechanism. Real-time access to
reconstructed data provides a way to improve motion correc-
tion procedures [14] or monitoring of physiological processes
dynamics.
B. Overview of Tomographic Data Processing
Electronic readout systems digitize the signals generated by
the detecting material of the scanner. Precise timestamp of the
Fig. 1. Schematic, front view of J-PET scanner with 3 detector layers.
ROR reconstruction process is composed of 3 steps: a) Annihilation
photons are emitted from a particular place (black star) in opposite
directions and hit the detector strips. B) The hits are registered (black
points), together with possible noise e.g. due to the scattering in the
detector (black open circles) that needs to be suppressed. Two hits on
different detectors, within a defined time window are LOR candidates.
C) Time difference between the hits on two strips (TOF) is used to
determine a section along LOR from which the gamma quanta originated,
this section in 3D space is a ROR.
signal and its charge are required for image reconstruction.
For this purpose Analog-to-Digital Converters (ADC) are most
commonly used. They sample the signal in the analog domain
at fixed frequency, delivering a series of values, from which
one can reconstruct the analog signal shape. Another way of
measuring those values is to employ Time-to-Digital Convert-
ers (TDC) and Time-Over-Threshold (TOT) method [15]. TDC
discriminates an analog signal at some amplitude threshold
level and precisely registers the time of the leading edge
(starting time) and width of the signal.
A set of data from the entire scanner has to be collected
and time coincidences between registered hits have to be
found in order to recover potential LORs (Fig. 1). Dedicated
coincidence processors are often developed in order to retrieve
such conditions in real-time [16]. There are also efforts to
implement such search on the software side [4].
A result of coincidence search is a list of detector channels
that registered a signal, referred to as list-mode data structure,
which contains localization and timing information. Such lists
are then processed by image reconstruction algorithms.
State-of-the-art image reconstruction algorithms exploit
Expectation Maximization [17] techniques which are statistical
methods to estimate the radioactivity density distribution. They
require multiple iterations over entire data sets in order to
approximate the intensity map, until some quality condition
is met.
Large data sets, especially when it comes to highly-granular
and wide-FOV detecting systems create a significant per-
formance problem for those methods [8]. Alternative meth-
ods like Origin Ensemble [18] attempts to tackle this issue
but still rely on iterative approach for image reconstruction,
therefore remain not suitable for incorporation into real-time
processing path.
There is a number of researches that approached the prob-
lem of image reconstruction in real-time. Most of them are
based on CPU-GPU computational platforms that process
the data outside of the DAQ chain, therefore leaving the
true real-time data path [19], [20]. Other solutions engage
FPGAs for high-level data processing [21], [22]. However,
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Fig. 2. Photo of the J-PET Controller board. The left set of 8 optical
links are the inputs from the digitizing boards. The streams are being
processed by the logic implemented on centrally located Zynq device.
The right set of 8 optical links is used to transmit raw or list-mode data
streams and algorithm results to the computer.
so far a true real-time image reconstruction, running with a
full scale scanner was not achieved. FPGA devices are often
used as signal processing units, coincidence finders or off-
line reconstruction accelerators [23]. The uniqueness of the
solution described in this article is that it incorporates all
functions needed for image reconstruction on a single chip,
that process the data as it flows through the system, delivering
instant image generation, without any loss of data.
C. Proposed Solution
We have designed and constructed J-PET Controller
(Fig. 2), a hardware platform for processing data from the
scanner. The board consists of Xilinx Zynq device, 16 optical
transceivers and DDR3 memory.
Processing firmware has been developed and evaluated
with the use of Jagiellonian PET (J-PET) scanner proto-
type [24]–[29] (Fig. 3), which is the first 3D TOF Positron
Emission Tomography scanner built of plastic scintillators
having axially arranged strips forming cylindrical diagnos-
tic chamber. The tests show that the processing platform
can process multiple data streams, extract Lines-of-Response
(LORs), calculate Regions-of-Response (a section of LOR
using TOF information [30]) and generate a basic visualization
of the collected data.
This work is an early proof-of-concept and defines a clear
development roadmap towards single-chip, integrated and
compact processing solution.
In the following sections, the system under discussion is
presented in detail. In section II, we describe how the data
is produced, what is its content and how the DAQ system
works. Section III explains the processing algorithm and steps
required to perform in order to calculate RORs from the
input data streams. Implementation details are enclosed in
section IV. Laboratory tests for evaluation of the devel-
oped solutions in real environment were performed and are
described in section V. The paper concludes with an overview
of possible improvements that can be implemented and a
summary in the last section VI.
II. DATA ACQUISITION SYSTEM AND DATA STRUCTURE
In order to fully understand the nature of the data that
is being processed by the system, a detailed J-PET detector
Fig. 3. J-PET scanner photos. Left: front view of the scanner. 3 layers
of detector strips are visible with cabling to high voltage and data
acquisition system. A rotating arm is placed in the center of the scanner
and is used for various tests and calibration. Right: a side view of the
scanner. Detecting modules consist of a plastic scintillating strips and
two photomultipliers attached: one on the left side (A) and the other on
the right side (B). The inner diameter of the diagnostic chamber is equal
to 85 cm and the length of the scintillators is 50 cm [29].
Fig. 4. Photo of the TRB system designed for the J-PET scanner.
A custom create houses 9 TRB boards interconnected with optical links.
384 analog cables are connected from the back side.
structure, its data acquisition system and the implemented
readout procedure are presented briefly below (for full review
see [31], [32]).
The detector constructed at the Jagiellonian University is
composed of 192 modules, built from plastic scintillators,
arranged into a barrel with 3 layers (see Fig. 1 and Fig. 3) [28].
The inner and the middle layer consist of 48 modules each
and the outer one of 96 modules. Each module is 0.5 m long
and has two photomultipliers (PMT) attached to its ends. This
gives a total 384 analog signal sources to process.
A. Architecture of DAQ System and Readout Procedure
All those signals are delivered to the digitizing system
based on the Trigger Readout Board (TRB) platform [33], [34]
(Fig. 3 and Fig. 4). It contains 3 peripheral FPGAs, hosting
48-channel Time-to-Digital Converter (TDC) each and one
central FPGA for the TDC readout and data transmission.
The modules use TDCs to measure the time of arrival and
the width (which allows to estimate the collected charge of
the analog signal) of signals generated by the Leading Edge
Discriminator (LED) with a high time resolution of 12 ps [35].
The LEDs are placed between the PMTs and the TDCs.
Each analog signal is sampled in the voltage domain at
four thresholds by the dedicated FPGA based Multi-Voltage
Threshold front-end [36]. This gives us 4 points on the leading
edge and 4 points on the trailing edge of the analog signal,
KORCYL et al.: EVALUATION OF SINGLE-CHIP, REAL-TIME TOMOGRAPHIC DATA PROCESSING 2529
Fig. 5. Schematic view of the J-PET readout system. One master module
communicates with slaves and synchronizes the readout procedure.
Each slave registers the hit times, measured with the TDC devices and
transmits collected data via dedicated GbE connection to the J-PET
Controller, which performs the processing delivering either raw or list-
mode data to the storage and a visualization of analyzed data.
what allows to reconstruct the original signal shape [37]–[39].
Consequently, to process the signals for the whole detector
4 (thresholds) × 2 (sides) × 192 (strips) = 1536 TDC
channels, therefore 8 TRB boards are required. One additional
master module controls the readout procedure, synchronizes all
the slaves and acts as a gateway for control and monitoring
messages exchange. The architecture of this system is shown
in Fig. 5.
Each slave module collects the data from its TDCs and
sends it out using 1 Gigabit Ethernet (GbE) network for further
processing to J-PET Controller (described in more details in
section V). Looking at the system from the data processing
perspective, we have 8 data stream sources that have to be
analyzed.
An important aspect is the readout procedure which defines
the data stream characteristics and its content. In the J-PET
scanner, we have applied a continuous readout scheme [32].
That means that the system constantly measures, collects and
transmits data. This is in contrary to a triggered system,
which reacts only upon meeting some predefined conditions.
Continuous readout allows to collect more detailed data but at
a cost of much higher data volume, due to high overhead (even
when no hits were registered, data packets with headers only
are generated) and lack of preliminary selection. The imple-
mentation of such readout procedure in our system is realized
by the master module, which sends readout request messages
to all the slaves in a synchronized manner and with a constant
rate of 50 kHz. Each slave measures the leading and trailing
times of all generated signals with respect to the common start
time, stores them in a buffer and sends them using Gigabit
Ethernet network. The system splits the entire measurement
period into 20 µs timeslots by synchronously initiating readout
of all slaves, at 50 kHz rate. That means that in order to
reconstruct the scanner state during one such timeslot, one has
to collect and combine together 8 data packets containing the
data from the same 20 µs time epoch, marked by the timeslot
number. From that point on, it is possible to perform analysis
on a higher level.
A similar concept has been applied in a software-based
coincidence engine described in [40]. Although the concept
of measurement fragmentation into fixed-length time intervals
is the same, our system is designed to process them directly
as they are received, with a deterministic latency. In software
solution, the data units are stored in a processing queue and
accessed by an available thread at an arbitrary time.
B. Timeslot Content
Single timeslot contains data that represents all registered
signals from the entire detector during particular 20 µs period
of the measurement. Such 50 kHz frequency has been chosen
in order to record most of the data, taking into account hit rates
on channels, buffering capabilities of the slave TRB modules
and GbE gateways throughput [41]. As interesting events (hits
on two detectors for possible LOR) happen in a very short
time, in range up to few nanoseconds, we examine each
timeslot independently from the others, considering that the
number of events that span over two consecutive timeslots is
negligible. Such approach gives us a great advantage, because
we divide the entire measurement into equally long timeslots
that are being delivered for processing at a constant frequency.
Registered signals are represented by 32-bit data words
generated by the TDC for each channel: one for the leading
edge and one for the trailing edge time. The measured time
is a combination of three components: fine time measurement
in the range from 0 to 5 ns with 12 ps binning, coarse time
measurement in the range from 0 to 10.235 µs with 5 ns
binning and epoch counter in range from 0 to 45.8 min with
10.235 µs binning. Those three values have to be combined
in order to get an absolute time of a hit. The word contain-
ing epoch counter is inserted only when the coarse counter
overflows and there is a hit to be registered. Fine and coarse
times, together with the channel number are composed into
one 32-bit word. The epoch counter occupies another 32-bit
word.
III. PROCESSING ALGORITHM
In order to reconstruct a tomographic image one has to
process timeslots and accumulate enough statistics to display
well pronounced regions of interest against background. The
processing is divided into several steps:
1) Reassembly of data units into timeslots
2) Extraction of hit times
3) Mapping of the detector geometry
4) Application of calibration parameters
5) Coincidence search
6) Calculation of ROR parameters
7) Histogramming of RORs
System components performing the above steps are
described in detail in following subsections.
A. Decomposition Channel
The continuous readout mode of the system, triggers the
digitizing slave boards to transmit out the current timeslot
exactly at the same time. Depending on the size of particular
packet (time required for packet construction is linear to the
payload size), slight offsets between data packets arrival on the
receiving side appear. This effect is compensated by the use
of derandomizing FIFO buffers right after payload reception.
The timeslots are being processed individually, one after the
other. That gives a fixed time span of 20 µs during which the
buffers have to be emptied. From now on, we will discuss
the processing of such single timeslot as the entire image
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Fig. 6. Block diagram of the logic included in the decomposition channel.
Raw data from the TRB board flows through the modules which perform
hit extraction and geometry mapping. The raw data is kept in a separate
buffer providing access to the original data packets at any time. Extracted
information is processed further by Processing Pipelines.
reconstruction is a statistic built on RORs extracted from
multiple timeslots.
Before the data fragments get reassembled into a complete
timeslot, we can process each fragment individually. There
are 8 instances of the decomposition channel (Fig. 6), one
per input data stream, all processing in parallel. Each channel
includes an User Datagram Protocol (UDP) stack in order to
receive data packets (GbE Receiver) and store the payload in
the Derandomizing Buffer.
When data is available in all Decomposition Channels,
the payload is duplicated to the Raw Data Buffer and to
the TRB Parser that extracts the timeslot number for syn-
chronization, device ID for proper channel mapping and the
registered data. The data words with hit times contain the TDC
channel number, which together with the device ID is used
by the Geometry Mapper to assign both: Layer (1-3), Side
(Left– A, Right – B) and Strip (1-48 for Layers 1 and 2,
1-96 for Layer 3) as well as its X and Y coordinates. In the
same time, three components (fine, coarse and epoch) of the
hit time are calculated into a single, absolute time value by
the TDC Parser. Such absolute values are then synchronized
together using time markers that signal the start of a timeslot
and are registered by the TDCs on dedicated reference chan-
nels. It is also a place where calibration parameters and applied
for TDC effects such as Differential Non-Linearity (DNL) [42]
and channel to channel time offsets. The times are adjusted to
a timeslot range that is 0 to 20 µs. Additionally the leading and
the trailing edge times of a single hit are combined together
into values representing the time of arrival and the width. All
those actions are performed in a streaming way, that means no
additional buffering is needed and no deadtime is introduced.
B. Processing Pipelines
Data from all decomposition channels is combined into
one stream and delivered to processing pipelines (Fig. 7)
which implement algorithms that are executed on hit data
stream. All processing pipelines are instantiated in parallel
with respect to each other and their processing stages are
decomposed into several functional modules. The modules can
be of two forms: non-buffered and buffered. The first one
can only use registers that introduce couple of cycles latency.
While the second modules store the incoming data stream in
a FIFO buffer.
The modules can exchange information between themselves
and between the pipelines. In this way, the entire processing
Fig. 7. Block diagram presenting the processing flow. Output from
a number of decomposition channels is combined into a single data
bus and then distributed to a number of processing pipelines (two in
the current version of J-PET). Each processing pipeline performs an
algorithm and can consist of many pipelined modules. The modules
can communicate between themselves in order to synchronize the
processing flow.
Fig. 8. Coincidence search pipeline data flow. Hits extracted by the
decomposition channels are assigned to a particular timebin depending
on their time within a timeslot. In the presented example, hits H1 and H2
are in time coincidence while hits H3, H4 and H5 are classified into distinct
timebins and cannot form coincidence. All timebins are then processed
in parallel and LOR candidates are determined. In order to get the 3 
dimension coordinate, time difference between two sides of a single strip
has to be calculated. TOF is a time difference between hits on two strips.
TABLE I
DETECTOR SEGMENTATION
flow can be synchronized and pipeline modules can use
products calculated by other pipelines.
In current design two processing pipelines are implemented.
One is the coincidence search engine that finds potential LOR
candidates. The second calculates ROR points coordinates.
C. Coincidence Search Pipeline
Hit times, together with the scintillator strips coordinates,
are sufficient to compute the RORs. The only condition that
can indicate a possible ROR is the fact that two detector strips
have registered a hit in a relatively short time interval, less than
100 ns, which is the maximum diagonal time of flight of the
gamma quanta to scintillator, including light propagation to
PMT plus analog processing time and a margin. It means one
pair of hits (H1 and H2) have to be present in the data (Fig. 8).
Each decomposition channel processes a particular segment
of the J-PET (see Table I). Having that information, it is
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Fig. 9. Example arrays constructed on decomposition channel 1
(processing data from Layer 1 Side A) and decomposition channel 2
(data from Layer 1 Side B). While the hits are being processed, the arrays
are filled with active bits, corresponding to hits on particular detector Slot
within particular timebin. A logic AND operation leaves the array elements
active (circled), only in case if there are hits in the same detector Slot
within particular timebin, which gives all the single-strip coincidences.
possible to continue parallel and streamlined processing.
In order to parallelize processing even more, one timeslot
is divided into 32 fragments, each 625 ns long, called time-
bins (Fig. 8).
The search for coincidence is performed by setting bits
active in 2D arrays timebins x Strips in case the time of arrival
of a hit is registered by a particular Strip, within particular
timebin. Such array is constructed for each decomposition
channel. The hit data flows through the pipeline and the arrays
are immediately updated with information about the time and
location of the detector channels that fired.
When there is no more data in the derandomizing buffers
it means that the content of the entire timeslot has been
processed, the arrays are complete and coincidences can be
found. First, single-strip (Side A and Side B on the same Layer
and Strip) are calculated. Such operation is a logic AND of two
binary arrays (Fig. 9), which on FPGA is performed within
1 clock cycle. It is realized for Layer 1, Layer 2 and Layer 3 in
parallel (Table I). That means that after the data flows through
the coincidence search module, it requires exactly one clock
cycle to find all detector strips that have coincidence hits on
both sides and are potential candidates for LORs.
Second clock cycle is required to find if there are
two or more detector strips that fired within a particular
timebin. This operation is performed at the same time for all
timebins.
Third clock cycle is used to construct the output result
that is information if the current timeslot contains LOR
candidates, on which detector channels and within which
timebin.
Additional 2 clock cycles are used to register the input and
output data vectors for the coincidence search module. That
means that 5 clock cycles, at 200 MHz clock it is 25 ns, are
needed to search 8 arrays, each 32 (timebins) × 48 (channels)
elements. On standard CPU, one would require 6 nested FOR
statements in order to iterate over all elements in the similar
manner and additional time needed for memory accesses.
Recent computing platforms would consume 2 or 3 orders
of magnitude more time to realize such task.
D. ROR Calculator Pipeline
As data flows from the decomposition channel to the
coincidence search module it is duplicated and enters a sec-
ond processing pipeline. Eight buffers store extracted hit
information. Once the current timeslot data is entirely readout
and coincidence search module signalizes that LOR candidates
search is finished, the hits are being readout from the buffers
and filtered by the application of timebin mask. Only hits
within a timebin, which has been qualified by the coincidence
search stream for containing potential LOR are being trans-
ferred further. All the other hits are being treated as noise and
dropped.
Accepted hits, depending on their time of arrival, are
directed to one of 32 ROR processors, one per timebin and
stored in a RAM memory block. When the last one arrives,
the ROR processor begins, in an iterative way, pairing hits each
vs each. For each such pair an additional time difference filter
of less than 10 ns is applied. For pairs that were positively
qualified, annihilation coordinates are calculated using timing
information to determine registration point along the strips
(Z axis) and between the strips (TOF), as presented in Fig. 8.
Set of 3 coordinates values: X, Y and Z, is stored in the output
FIFO buffer.
E. ROR Histogramming
Four ROR packagers iterate in a round-robin way through
the ROR calculators output buffers and stream the coordinates
to a shared DDR memory, that is accessible through the
integrated ARM processor. A dedicated Linux distribution
PetaLinux runs software that reads calculated points coordi-
nates, builds a 2D histogram and 3D point cloud representation
of acquired data and makes it available to access through a web
server.
The same data set can be sent through output optical links to
external storage in a form of list-mode coincidences, making
it possible to reconstruct with offline software algorithms.
IV. IMPLEMENTATION
The algorithm described above has been implemented on
a single Xilinx Zynq XC7Z045-3FFG900. All its compo-
nents (except visualization) are implemented in Programmable
Logic (PL) resources. The design is highly configurable at
synthesis time by generic parameters, through which one can
set the number of decomposition channels, assign addresses
and define the number of timebins which influences the most
resource usage.
Core components are written as RTL in VHDL. The com-
munication infrastructure, that is Gigabit Ethernet transceivers
with UDP stack are ported from Lattice ECP3 implementa-
tion [33] and processed with native 8-bit wide data buses at
125 MHz. 32-bit bus with a 200 MHz clock is the output from
the decomposition channel and is common for the rest of the
design components.
Some components such as detector geometry mapper and
ROR calculator were implemented using Vivado High Level
Synthesis [43].
In Table II resource usage for the entire design, including 8
decomposition channels and 32 timebins is reported. Because
of the heavy emphasis on true real-time processing most crit-
ical resource are Look-Up-Tables (LUTs), registers (FF) and
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TABLE II
FPGA RESOURCE USAGE
Fig. 10. Histograms of registered hits per J-PET scanner detecting strip.
GATE simulations (blue) of 1 MBq inside the scanner for 35 seconds.
Total number of entries is 3.71 million. Measurement performed with the
J-PET scanner (red) under the same conditions. Total number of entries
is 3.72 million. Non-uniform distribution on channels in measurement is
due to a preliminary detector calibration.
memory (BRAM). Arithmetic for calculations of coordinates
require limited amount of DSP blocks.
ARM processor in Zynq device has been engaged to visu-
alize the point cloud and projection histograms as well as an
interface for writing and reading control registers in the logic.
The software has been written in C++ on top of PetaLinux
and Xillybus infrastructure [44] for data transport between
logic and DDR. This allows to access ROR coordinates from
the software and to configure and monitor several parameters
during the runtime.
It is important to mention that raw data (captured directly
from the network receivers, before it enters the decomposition
channel) is buffered on a separate data path in the design. This
allows to preserve original data and perform off-line high-level
analysis and an additional crosscheck between software and
hardware algorithms performance.
V. LABORATORY TESTS
A radioactive marker 22Na with activity of 1 MBq was
placed inside the scanner in a center location. We have
evaluated the performance of the J-PET Controller and cross-
checked with GATE simulations [45]. They were performed
in order to acquire theoretical estimates on hit rates and data
volumes. In simulated time period of 35 seconds there was a
total of 3.71 MHits registered by the scanner detecting strips
including decays into 2-gamma and scatterings (Fig. 10).
A. Throughput
In the measurement system, the rates of registered hits
per channel varied between layers and were: 0.8 kHits/s,
Fig. 11. Waveform captured during the measurement showing timing of
the main successive processing modules. There are 3 timeslots visible
within capture window, a valid ROR is reconstructed in the last one.
Fig. 12. Detailed timing waveform of a single timeslot processing steps.
Significant part of the time is taken by the data receiver. It is due to the
fact the in current implementation Gigabit Ethernet is used (125 MHz
and 8 bit wide data words) and overhead in current data format. Both are
subject of an upgrade.
TABLE III
PROCESSING STAGES TIMING
0.7 kHits/s and 0.5 kHits/s for Layer 1, Layer 2 and Layer
3 respectively. Such setup produces a data stream of 85 MB
per second, 450 kPackets per second that enters the J-PET
Controller and delivers in total 19 MHits. 3.71 million reg-
istered hits per detector strip on lowest threshold reflects the
simulated values and remains in good agreement of 0.03%
difference in terms of summarized hit rates. That means no
data is lost during the processing. However, the digitizing stage
generates more data as a hit on a strip activates two PMTs at
its ends and signal from each PMT is sampled at 4 thresholds.
Therefore one hit on a strip can generate up to 8 TDC hits to
process.
In order to estimate the maximum throughput of the system,
a capture of processing timing has been collected (Fig. 11).
It is decomposed into main tasks: gathering of input data, pars-
ing, search for coincidence, ROR calculation and construction
of output packet. One can see that the processing takes just
a fraction of time between two timeslots. An output packets
is constructed only in case a ROR is reconstructed, which is
the case in timeslot 3 (starting at 46 µs in Fig. 11). A more
detailed timing of a single timeslot processing is presented in
Fig. 12 and summarized in Table III.
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TABLE IV
SYSTEMS COMPARISON
Entire processing flow of a single timeslot containing LOR
has been decomposed into 5 main stages (A-E). Total time,
since reception of the first input byte until last byte is
processed takes 1.845 µs. All processing stages are pipelined,
therefore new input data can be received, while the previous
timeslot is still being analyzed by successive stages. The
Table III, helps identifying the bottleneck of the flow, which
is the data reception 1.2 µs.
Maximum number of hits per second can be calculated. The
timing was captured for conditions described above. 19 MHits
were processed in 35 seconds, what makes 0,54 MHits per sec-
ond. The longest processing stage (A) takes 1.2 µs. Time
between two consecutive timeslots is 20 µs, what means that
the system is able to process 16 times more data, that is
8.64 MHits per second. This value is significantly biased by
the capabilities of the networking infrastructure, which can be
easily upgraded. Considering only the algorithm processing
time (stages B-E), the system requires 645 ns in total to
process data gathered in buffers into ROR coordinates. The
longest stage is data parsing (hit data extraction) which takes
255 ns. Assuming a constant stream of data, the reconstruc-
tion module could process 78 times more hits (20 µs/0.255
µs = 78), what gives a number of 42 MHits
per second.
Comparing our result to state-of-art hardware-based solu-
tions like [46], capable of processing up to 111 million events
per second, the value is more than factor 2 smaller. That can
be compensated by doubling the frequency of the main clock
from 200 MHz to 400 MHz (Z7045-3 limit is about 600 MHz)
and assuring no timing violations will occur on combinatorial
logic. Further parallelization (higher timeslot fragmentation
into timebins) in expense of logic resources can also increase
the throughput.
Another comparison can be made to a full-software solution,
described in [4], with throughput up to 500 million events
per second. That is factor 10 more than the designed system
but requires four Intel Xeon X7560 CPUs, 8 cores each and
512 GB of DDR3 memory, while our system uses only one
Xilinx Zynq device and 4 GB of DDR3 memory, all in a
compact package. The comparison of the systems mentioned
above is summarized in Table IV.
The system can produce output data stream in either raw
data or in a form of list-mode data containing recovered
coincidences. Is such case, we achieve a significant reduction
of the data volume from almost 85 MBps down to 171 kBps
that is factor 500.
Fig. 13. Hit rates on scanner channels registered from LORs. Simulation
results with registered 2-gamma decays (blue) and multiplicities on
channels from reconstructed RORs by the processing pipeline (red).
Due to differences in LOR classification the difference in total number
of registered hits belonging to LORs is now larger at the level of 11%
(452k entries in A and 506k entries in B).
Fig. 14. Column A: Raw data analyzed with off-line, software MLEM
implementation and a line profile taken at the center position, where the
source was located. Column B: A point cloud of entries in 3D space
calculated in the programmable logic has been projected over XY axis
and a line profile (black lines) was taken at the center position (Y in range
between −1 and 1 cm).
B. Data Quality
The number of reconstructed RORs can be confronted with
the simulation results in order to verify that no valuable data
is lost in the processing pipeline. From simulation (Fig. 13),
we can see that 12% (0.452M out of total 3.71M) of hits
originate from 2-gamma decays that found their way to the
scanner detectors. Similar value is obtained from the mea-
surement, where 13% of all processed hits were qualified for
ROR reconstruction (0.506M out of total 3.72M). There is
11% difference between simulated events qualified as LORs
and extracted from the measurement. The processing logic has
found more LORs due to differences in scatterings filtration
and a wider time window for coincidence classification.
During the same measurement, 2D and 3D histograms were
built out of reconstructed RORs in real-time as well as the
raw data was sent to the storage for off-line processing.
Simple visualization techniques were used for verification of
the coordinates calculations.
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Fig. 15. 3D point cloud of the reconstructed points from the 35 second
measurement, calculated in programmable logic ROR coordinates and
visualized by the integrated processor. Presented are 4 different angles
(top left: XY plane, top right: XZ plane, bottom left: entire scanner volume
from the right corner, bottom right: entire scanner volume from top
left corner). The scanner detectors locations (red points) are manually
applied in order to visualize the volume.
The raw data, that is original 8 data streams forwarded
by the J-PET Controller has been stored, reconstructed with
20 MLEM iterations [47] and presented in Fig. 14 (column A).
The line profile is taken at the center position, where the
1 MBq source was located. The well pronounced main peak
against almost no background is located at position 0.7 cm
with an FWHM at the level of 0.4 cm.
Exactly same input data was analyzed by ROR recon-
struction processing pipelines in the programmable logic and
3D point cloud has been constructed. An XY projection
(Fig. 14, B) has been formed and a similar line profile applied.
The main peak is located at 0.6 cm with 0.53 cm FWHM and
the background level is much higher. Although no filtering is
applied and just coordinates of the reconstructed points in 3D
space are filled to the histograms, the results show that the
calculated source coordinates match the reconstructed image.
A point cloud representation of the collected and analyzed
using 3D and TOF data has been constructed and presented in
Fig. 15. It shows the point source reconstructed in the center
of the J-PET barrel scanner under various angles. Such data
set is a validation of ROR processing algorithm and is an entry
point to more sophisticated reconstruction algorithms that can
be implemented in the processing device.
VI. SUMMARY AND FUTURE DEVELOPMENTS
Implemented tomographic data processing system is a first
step towards fully integrated solutions for a single-chip visu-
alization in real-time.
The processing system that is a hardware platform, firmware
and software components have been developed and evaluated
with the J-PET scanner. The LOR reconstruction and ROR
calculation implemented in programmable logic has been
positively confronted with the GATE simulation results. Each
reconstructed ROR has been immediately added to a point
cloud, visualized by the integrated processor. The result of
such visualization has been compared to a MLEM image
reconstruction, performed on the same data set.
The measurements of the described system show maximum
throughput at the level of 42 MHits per second. When list-
mode data output is enabled, the platform converts the raw data
stream to a list of coincidences reducing the data stream by
factor 500. This is especially important when the granularity
of the detectors and the FOV of scanners increases producing
tremendous amount of data to process.
Such systems will not overpass at the moment the quality of
the off-line, iterative reconstruction algorithms but can support
the original data flow significantly reducing the data volume
and producing preliminary visualization. Example applications
that can profit from such platforms are Image Guided Surgery
systems and dosimetry in proton beam treatment, where beam
monitoring is crucial.
The solution described above was implemented on a custom
platform with Xilinx Zynq Z7045 and consumes about 76%
resources of the device. Dynamic development of the FPGA
technology brings new devices that can be applied for this
purpose. Our interest is directed into migrating the solution
to Xilinx ZCU102 evaluation board, which is powered by an
Ultrascale+ MPSoC device. It has twice as much program-
mable logic resources as there are on current J-PET Controller
and a much more advanced processing system facility with
4 cores ARM A53, two cores for real-time applications ARM
R5 and a Mali-400 GPU. Such powerful platform is capable
of computing event-by-event algorithms on the data streams
provided by ROR reconstruction instantiated in programmable
logic.
Increasing number of detector channels in modern scanners
directs into exploration of alternative image reconstruction
methods such as Origin Ensemble algorithms and its event-
by-event variations. Image representations in a form of cloud
of points and tetrahedral meshes are a solution for large
volumes requiring voxelization in wide FOV measurements.
Those two software packages will be developed after platform
migration and will enable the entire solution to be widely
verified according to standardized NEMA procedures [48].
The proposed solution for tomographic data processing
in real-time is a proof of concept and explores the subject
showing high potential for integrating all processing steps,
from the raw data up to a visualization in a single-chip.
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